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Available online 10 April 2016The antibacterial properties of materials developed for medical devices with embedded silver nanoparticles are
enhanced by controlling the release of silver ions. In this study, a simple experimental procedure for the augmen-
tation of the silver ion release from ZrCN-Ag coatings is described. The silver nanoparticles are embedded in an
amorphous carbon matrix within the ZrCN coatings, to create nano-galvanic couples between the silver and
the carbon phases. The galvanic couple promotes the oxidation of silver, and consequently, increases the silver
release. It is demonstrated that coatings with a lower silver content, but integrating amorphous carbon phases,
can release similar or even a larger amount of Ag+ ions than those with higher Ag content having just ZrCN
and Ag phases. The antibacterial tests demonstrate that coatings with silver nanoparticles encapsulated into
amorphous phase reveal a larger bacterial zone of inhibition compared to samples with similar or lower silver
content. However, it is shown that the antibacterial effect of the coatings not only depends on the ability for silver
ion release, but also on the availability of silver nanoparticles on the surface.







Silver nanoparticles (NPs) have been extensively used to provide an-
tibacterial properties to several commercial products such as sports-
wear, toys and baby commodities [1]. A large number of papers were
published during the last fewyears regarding silver NPs for attaining an-
timicrobial properties in various materials and for a considerably num-
ber of microorganisms, as e.g. [2–11]. Hsieh et al. [8], for instance, have
shown an antibacterial effect against Escherichia coli (E. coli) on TaN
samples with 1.6 to 10 at.% of silver in tests carried out for 24 h; they
concluded that the dissolution of the silver prompts the antibacterial ef-
fect, with 80% of antibacterial efﬁciency for a sample with 10 at.% of sil-
ver. However, the amount of silver dissolved in the medium was not
reported. Akhavan et al. [9] evaluated the inﬂuence of the shape of silver
particles embedded in TiO2 on the antibacterial effect against E. coli and
the release of silver ions to themedium. It was found that the latter can
be increased or reduced depending on the silver geometry, such as thin
ﬁlms, nanorods or nanoparticles. However, the amount of silver re-
leased and the antibacterial results cannot be directly correlated, since
an acid solution was used for detecting the Ag+, accelerating the silver
ionization. Jamuna et al. [10] have demonstrated that very lowept. Física, Campus de Azurém,concentrations of silver ions can show antibacterial behavior in Ag-
TiO2 coatings, against Staphylococcus aureus (S. aureus). In their study,
the Ag+ released is largely reduced after 4 days of immersion, reaching
values not higher than ~28ppb cm−2 of Ag+ after 1 day of immersion in
phosphate buffered saline solution.
On the other hand, Sant et al. [11] reported silver ﬁlms prepared by
magnetron sputtering in which the Ag+ release depends on the mor-
phology of the ﬁlms. They also showed that the nanocrystalline silver
ﬁlms are more effective as antibacterial material against S. aureus due
to an enhanced solute-defect coupling at speciﬁc grain boundaries
that assist the metal ion release from the surface. The ﬁlms released
N1 ppm of silver ions after 1000 min of immersion. Indeed, for long
term applications this phenomenon could generate toxicity problems.
These studies suggest that more than one parameter should be taken
into considerationwhen evaluating and controlling the silver ion release.
Particularly for ZrCN-Ag system, we have found in our previous work
[12] a very low silver ion release, with a consequent lack of antibacterial
activity against Staphylococcus epidermidis. This bacteria possess the abil-
ity to adhere to biodevices, being associated to prosthetic device-related
infections [13], highlighting the importance of developing biomaterials
with antibacterial capabilities against this Staphylococcus.
In this paper, we aim at presenting a methodology developed to in-
crease the silver ion release for ZrCN-Ag ﬁlms, which makes them po-
tentially useful for surface modiﬁcation of medical devices. This
methodology can be adapted for other transition metal carbonitride
Table 1






















Ag6 0.25 1.2 3 1.8 46 24 18 6 6 0.9
Ag7 0.25 1.2 9 1.1 32 39 18 7 4 1.8
Ag9 0.5 2.4 3 1.6 35 18 29 9 9 1.4
Ag13 0.5 2.4 9 1.5 21 30 27 13 9 2.8
Ag20 0.75 1.2 3 2.0 38 20 16 20 6 1.0
2 S. Calderon V et al. / Surface & Coatings Technology 298 (2016) 1–6systems containing silver. Speciﬁcally, we will present results on the in-
ﬂuence of thematrix composition and the structural properties of ZrCN-
Ag coatings on the release of silver ions.
2. Material and methods
2.1. Material production
The ﬁlms were deposited by dual reactive magnetron sputtering
onto 316L stainless steel (SS316L) substrates, using 60 sccm of Ar ﬂux
as inert gas, while the reactive gases (C2H2 and N2) were varied to
alter the amount of amorphous carbon in the coatings, as shown in
Table 1. The Zr target current density was kept constant for all deposi-
tions at 10mA cm−2, while the Ag target current density was varied be-
tween 0.25 and0.75mA cm−2. The distance between the substrates and
the target (70 mm), as well as the temperature (373 K) and the sub-
strate bias voltage (−50 V) remained constant during the depositions.
For a more detailed description of the deposition process reference is
made to our previous publication [12].
The substrates were cleaned in ultrasonic baths successively in dis-
tilled water, ethanol and acetone, for 10 min in each ﬂuid, and etched
with argon ions before deposition.
2.2. Glow discharge optical emission spectroscopy (GD-OES)
The proﬁle of the in-depth silver distribution was evaluated, before
and after immersing the samples in 0.9% NaCl during 240 h, using a
glow discharge optical emission spectrometer (GD-OES - Jobin Yvon
RF GD Proﬁler) equipped with a 4 mm diameter anode and operating
at a discharge pressure of 650 Pa and a radio frequency power of
40 W. The emission lines detected were oxygen (130 nm), nitrogenFig. 1. High resolution transmission electron microscopy images of the Zr-C-N-Ag coatings. Th
d) Ag13, e) Ag20 and f) scheme of the phase distribution. FFT and inverse FFT were used to
color in this ﬁgure, the reader is referred to the web version of this article.)(149 nm), carbon (156 nm), silver (328 nm), nickel (341 nm), chromi-
um (425), zirconium (339 nm) and iron (271 nm). The calibration of
light elements such as N was carried out as explained in [14]. The cali-
brations of oxygen and carbon were carried out with standards
materials.
2.3. Transmission electron microscopy (TEM) and high resolution TEM
(HR-TEM)
High-resolution (HR-TEM) images of the samples in cross-section
were acquired in a JEM 2010F transmission electron microscope, oper-
ating at 200 kV, equipped with an EDS system. The high-resolution im-
ages were recorded around Scherzer defocus, i.e.−64 nm. Fast Fourier
transformation (FFT) was carried out using a digital micrograph soft-
ware package (Gatan, USA) to obtain the digital diffraction pattern in
high resolution TEM images. The samples were prepared in cross-
section following the methodology described elsewhere [15].
2.4. Scanning electron microscopy (SEM)
SEM images were obtained using a high resolution NanoSEM - FEI
Nova 200 equipped with a ﬁeld emission gun (FEG). The microscope
was operated in high vacuum mode at an acceleration voltage of
10 kV with a working distance of around 5 mm. The micrographs
were obtained with a backscattered electron detector.
2.5. Inductively coupled plasma optical emission spectroscopy (ICP-OES)
For detecting the release of silver ions, 4 cm2 samples were im-
mersed into a 50 ml vessel, containing 30 ml of 0.9% NaCl at room tem-
perature. Thereafter, 1.5 ml of the solution was taken out at different
times and reserved for inductively coupled plasma optical emission
spectrometry (ICP-OES) analysis. Tests were carried out in an ICP-OES
spectrometer PERKIN ELMER OPTIMA 8000, within a period of
30 days. In order to avoid silver precipitation, the solutions were main-
tained in the dark until ICP evaluation. Two calibration curveswere pre-
pared using a silver standard solution for ICP (silver, plasma standard
solution, spec pure, Ag 1000 μg ml−1). The ﬁrst calibration curve was
prepared in HNO3 acid, because this is the matrix in which the silver is
stabilized, the second calibration curve was prepared in NaCl 0.9% in
order to mimic the experimental conditions used for the samples.
Both calibration curves showed indistinguishable results. The presencee dashed lines identify a silver nanoparticle in the Zr-C-N matrix a) Ag6, b) Ag7, c) Ag9,
identify the phases, exempliﬁed in a), b) and d). (For interpretation of the references to
Fig. 2. a) Open circuit potential of pure Ag, ZrCN and a-C ﬁlms immersed in 0.9% NaCl and b) scheme of phase distribution and determination of anode and cathode in the electrochemical
reaction triggered in NaCl 0.9% for different phases.
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calibration curves were also prepared; however, no presence of Zr was
detected in the solution after 336 h of immersion.
2.6. Antibacterial test
The antibacterial properties of the coating were assessed by means
of the zone of inhibition (ZOI) test [7]. A single colony of S. epidermidis
(IE186 strain, a clinical isolate belonging to the CEB Bioﬁlm Group col-
lection) was inoculated in 20 ml of Tryptic Soy Broth (TSB, Merck) for
18 h at 37 °C, and 120 rpm. The inoculum bacteria concentration was
adjusted to a concentration of 1 × 107 colony forming units (CFU)
ml−1 by correcting the optical density (OD) to 1.0 at 640 nm. The cellu-
lar suspension was added to cooled (50 °C) TSB agar (Merck) (TSA)
(1:14 ml) and placed into sterile plastic Petri dishes. After medium so-
lidiﬁcation, samples of ~1 cm2 (previously sterilized in UV light for
30 min) were placed on the agar plates and cultured for 24 h, at 37 °C.
After the incubation period, images of the Petri dishes were acquire by
an Image Lab™ software and the ZOI was measured using ImageJ
software.
3. Results and discussion
The materials reported were characterized and the results can be
found in previous publications [12,15]. In short, the results demonstrate
that the coatings are composed of a mixture of phases of ZrCxN1−x
crystalline phase (ZrCN), metallic silver nanoparticles, as well as an
amorphous carbon phase (a-(C,N)), in agreement with the ratio ofFig. 3. a) Silver ion release of the samples as a function of immersion time inNaCl 0.9% and b) Ag
in NaCl 0.9%.(C + N)/Zr atomic percentages, reported in Table 1. The excess of
carbon into the ﬁlms (a-(C,N) phases) is attained throughout a hybrid
process of magnetron sputtering and plasma enhanced chemical
vapor deposition processes, in which the quantity of reactive acetylene
exceeds the amount able to react with the Zr atoms to form ZrCN. The
remaining gas reacts with the surface, forming carbon phases. The
process depends not only on the amount of C2H2 introduced into the
chamber, but also on the N2 and Zr available to react and form ZrCN.
The silver content varied from6 to 20 at.% and is accompanied by the
variation of the carbon and nitrogen in the coatings, as summarized in
Table 1. The silver content will be used as the sample notation through-
out the document.
The C+ N/Zr ratio shown in Table 1 is lower than 1 for samples Ag6
and Ag20 and only ZrCN and Ag phases should exist, whereas the coex-
istence of ZrCN, amorphous carbon phase and silver is expected for sam-
ples Ag7, Ag9 and Ag13, reaching the conditions for the nano-galvanic
coupling. Nonetheless, in order to corroborate the silver encapsulation
into these ceramic phases and their distribution, HR-TEM images were
acquired in all the coatings.
Fig. 1 shows characteristic HR-TEM images of the ﬁlms. The phases
were identiﬁed by calculating the FFT and IFFT of the images in speciﬁc
regions and comparedwith the interplanar distance of the phases (ZrCN
and Ag FCC crystalline structures), as exempliﬁed in Fig. 1a, b and d. The
areas highlighted in green dashed lines correspond to silver nanoparti-
cles. For samples Ag6 and Ag20 (Fig. 1a and e), silver nanoparticles are
surrounded by a well-organized crystalline phase, which corresponds
to ZrCN. On the other hand, samples Ag7, Ag9 and Ag13 (Fig. 1b–d)
show the existence of amorphous carbon phases encapsulating theGD-OES depth proﬁle near surface (b150 nm) for the coatings before and after immersion
Fig. 4. Comparison between the silver ion release after 24 h obtained by ICP and the phase
distribution images by HR-TEM.
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pected to offer electrical contact between the silver nanoparticles and
the conductive ceramic phases (ZrCN and a-(C,N)), which activate dif-
ferent electrochemical reactions when immersed in an electrolyte, pro-
moting the phases oxidation or reduction, depending on their reduction
potentials.
The open circuit potential (OCP) of each phase was measured, in the
same NaCl 0.9%, for pure silver, pure amorphous carbon and pure ZrCN
ﬁlms; the average values after one hour of immersion were−0.02 V,
+0.142 V and−0.21 V, respectively (cf. Fig. 2a). These potentials con-
ﬁrm that silver can act as the cathode (higher OCP), when connected
to pure ZrCN. This is the case of the microstructures of samples Ag6
and Ag20. However, if silver is surrounded by an amorphous carbon
phase, as for Ag7, Ag9 and Ag13 samples, silver behaves as the anode
of the reaction (lower OCP), promoting a higher silver ion release.
Therefore, silver is the anode or the cathode in the electrochemical
cell, when electrically in contact with the ceramic phases (a:C or ZrCN,
respectively), as schematically shown in Fig. 2b.
In order to corroborate this behavior, ICP-OESmeasurements were
carried out to determine the amount of silver released.Fig. 5. Zone of inhibition assays for Zr-C-N-Ag coatings a) raw image after 24 h of the test, b) high
lack of ZOI in Ag0 and inset e) a growth control Petri dish for the S. epidermidis.3.1. Silver ion release
Fig. 3a displays the cumulative silver ion release obtained by ICP-OES
as a function of the immersion time of the samples in NaCl 0.9%. The re-
sults revealed a fast release in the ﬁrst 48 h of immersion, reaching an
almost constant ion concentration in the ﬂuids. It indicates a very slow
ion release from the samples after this period. This characteristic behav-
iorwas also found in TiO2-Ag samples [9] and in Ag nanoparticles in nat-
ural water [16].
The amount of silver ion released to the electrolyte has demon-
strated that leaching is not dependent on the amount of silver pres-
ent in the coatings. Samples Ag6 and Ag20, for instance, possess the
lowest cumulative silver release, while samples with excess of car-
bon (Ag7, Ag9 and Ag13) show higher release. Similar trends can
be observed by GD-OES before and after immersion, as shown in
Fig. 3b, conﬁrming the ICP results. In addition, GD-OES results
show an unexpected accumulation of silver on the surface for sample
Ag20, and redistribution of silver from the interior to the ﬁlms
surface in all the samples.
The results conﬁrm our hypothesis that the matrix surrounding the
silver controls silver ion release. When amorphous carbon phases are
present in the ﬁlms, the silver nanoparticles tend to be encapsulated
by these phases, while for pure ZrCN-Ag ﬁlms, Ag nanoparticles are
surrounded by the crystalline ZrCN, as shown in Fig. 4.
3.2. Bacterial zone of inhibition test
The ZOI test was used to evaluate the antimicrobial ability of the
ﬁlms, against S. epidermidis (Fig. 5) and its correlation with the silver
ion release in the coatings. It must be emphasized that although silver
ionization in NaCl may differ from the Ag+ released in the bacteria
agar [12], the trends are expected to be similar in each electrolyte.
Fig. 5a displays the samples after the bacteria incubation period
(24 h). Around the edges of the samples, a small clearer area
(Fig. 5c) can be observed, which corresponds to the zone where bac-
terial growth does not occur. A pure ZrCN sample has been used as a
control in order to observe the absence of the ZOI (labeled 0 at.%). For
this sample, a very intense bright line (Fig. 5d) is observed near the
edge, corresponding to the growth of bacteria accumulated in its lat-
eral side. Similarly, sample 6 at.% did not show a visible ZOI and no
ZOI can be quantiﬁed. Samples Ag7, Ag9, Ag 13 and Ag20 showed alighting the ZOI area. The inset c) shows an example of the ZOI in sampleAg13, inset d) the
Fig. 6. Normalized zone of inhibition area for Zr-C-N-Ag coatings as a function of a) silver content and b) silver ion release.
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ized area of inhibition, Eq. (1).
Normalized ZOI ¼ AreaZOI−AreaSample
AreaSample
ð1Þ
where the AreaZOI and Areasample correspond to the external and in-
ternal rectangles drawn in Fig. 5b, respectively, for each sample.
The result of the normalized ZOI is shown in Fig. 6 as a function of the
silver content in ﬁlms and the silver ion release. Fig. 6a reveals that the
size of the bacterial zone of inhibition is not evidently related to the sil-
ver content in the coatings, to some extent expected due to the lack of
correlation between the silver content and the silver ion release, dem-
onstrated in the previous section. On the other hand, although the silver
ion release seems to be directly correlated with the ZOI area for most of
the samples (right side of Fig. 6b), unexpectedly the sample with the
lowest Ag+ release (Ag20) exhibits a comparable ZOI to the intermedi-
ate silver ion release sample (Ag7).Fig. 7. Coatings surface SEM images in backscattering mode before and after immersion in Na
f) Ampliﬁcation of Ag7 surface after immersion exemplify the Ag nanoparticles observed.Thus, in order to understand the reason for the sample Ag20 to ex-
hibit a comparable ZOI against S. epidermidis in spite of its lower Ag+
ion release, the surface before and after immersionwas studied by scan-
ning electron microscopy.
Fig. 7 shows the top-view images taken by SEM before and after
sample immersion in the electrolyte. The micrographs were taken
using a backscattering electron detector in order to achieve a better con-
trast of the surface composition. Before immersion, bright nanoparticles
corresponding to silver (heavier element) are only clearly observed in
sample Ag20. This behavior has been previously reported in others
ceramic-Ag coatings [17], in which the silver segregates to the surface
only for high silver content.
After immersion in NaCl 0.9% the segregation of silver is again more
evident for Ag20, despite of the fact that very small nanoparticles are
observed in samples Ag7 and Ag13.
The size distribution of the silver nanoparticles is shown in Fig. 8.
The ﬁgure reveals an average size of the silver nanoparticles, which is
more related to the phase composition than to the silver content in
the ﬁlms. In fact the nanoparticles size decreases with increasingCl 0.9% for different silver content a) 6 at.%, b) 7 at.%, c) 9 at.%, d) 13 at.% and e) 20 at.%.
Fig. 8. Histograms for the size of silver nanoparticles formed after immersion in samples
with 7 at.%, 13 at.% and 20 at.% of silver.
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is related to the fact that small size particles dissolve easier whereas,
those with larger sizes exhibit Ostwald ripening. In fact, in samples
with a lower amount of amorphous carbon phases, the silver is
more likely to be in contact with the ZrCN phase, and therefore, act-
ing as a cathode, reducing the silver ions and accelerating the grow-
ing process.
Taking into consideration both the silver ion release and the amount
of silver nanoparticles on the surface of the samples, the antibacterial
behavior of the coatings should be a compromise between different fac-
tors, as follows: i) the ability of the material to form silver particles on
the surface, ii) the size of the silver particles and iii) the amount of silver
ions released. In the ﬁrst case, for example, sample Ag20 show the low-
est silver ion release; however, it shows a ZOI area size located between
those of Ag7 and Ag13. On the other hand, samples Ag6 and Ag9, with
higher silver release, compared to Ag20 sample, exhibit lower or none
ZOI. This behavior may be associated to the amount of silver present
on the surface.
In the second and third scenarios, samples Ag7 and Ag13, with dis-
similar silver segregation to the surface when compared to sample
Ag20, show a comparable (Ag7) or larger (Ag13) ZOI area with respect
to Ag20. Therefore, there is not an obvious correlation between the
amounts of Ag segregated to the surface and the antibacterial effect, in-
dicating that an additional factor should be taken into consideration.
Lower size nanoparticles have been demonstrated to increase the anti-
bacterial activity of the silver, due to either their ability to penetrate
the bacteria wall [18] or the increase of the silver ion release [19], the
latter being the preferred for interpreting the results achieved in this
study. Additional studies should be performed with systems where
the separation of those factors can be easily achieved.
Finally, the method used for the antibacterial evaluation should be
also taken into account. In fact, it highly depends on the sample surface,
which is placed directly in contact with the bacteria broth; this is differ-
ent from the procedure where species need to be dissolved in the agar.
Thus, the silver segregation may play an important role on the antibac-
terial activity of the coatings, since the silver segregation on the coatings
surface will provide the system with enough antibacterial agent to act
against the bacteria. In addition, this mechanism may be exploited as
a self-controlling material to provide antimicrobial activity. This is due
to the fact that despite of being an antibacterial surface, the silver ion
release is kept below the toxicity levels. Therefore it may prevent the
contamination of the environment in which the material is located.4. Conclusions
ZrCN-Ag coatings with nano-galvanic couples formed between the
silver nanoparticles and conductive ceramic matrix (ZrCN and amor-
phous carbon) were produced by magnetron sputtering. Nano-
galvanic couples can enhance the silver ion release from the coatings,
promoting a larger zone of bacteria inhibition against S. epidermidis.
The results demonstrate thatwhen silver is encapsulated by amorphous
carbon phases, the silver ion release increased, compared to silver
surrounded by pure ZrCN phases. These nano-galvanic couples enhance
the antibacterial effect, indicating that it is possible to achieve similar or
larger bacterial zone of inhibition with lower amount of antibacterial
agent, by encapsulating the silver in amorphous carbon phases.
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